
What to Do If Your AED Is Recalled

Safety Manager’s Checklist
•	Confirm recall status:

	 Locate model/serial number; check manufacturer or FDA recall notice.

•	 Read official instructions:

	 Follow all steps from the manufacturer, including registration and maintenance actions.

•	 Notify stakeholders:

	 Let staff and leadership know about the recall and interim measures.

•	 Register affected devices:

	 Submit information as required for replacements or repairs.

•	 Deploy backup AEDs:

	 If available, replace the recalled device. If not, follow interim recommendations.

•	 Document all actions:

	 Record serials, actions, communications, and timeline for compliance.

•	 Mark affected units:

	 Post signage if any AED is out of service.

•	 Schedule follow-up:

	 Track expected replacement/repair timelines.

•	 Review site readiness:

	 Check all other AEDs to ensure full coverage.
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For more detailed support, contact your Cintas AED Specialist.


